AD-A203  423 


fntj  flit 


USAFSAM-TR-88-27 


DENTAL  X-RAY  AUTOPROCESSORS: 
TECHNICAL  AND  OPERATIONAL  EVALUATION 


Joe  B.  Drane  111,  Lieutenant  Colonel,  USAF,  DC 
Robert  A.  Barnes,  Master  Sergeant,  USAF 
David  W.  Sexson,  Master  Sergeant,  USAF 
Paul  R.  Park,  Colonel,  USAF,  DC 


November  1988 


Rnal  Report  for  Period  May  1987  •  May  1988 


DTIC 

ELECTEI 


Approved  for  public  release;  distribution  is  unlimited. 


USAF  SCHOOL  OF  AEROSPACE  MEDICINE 
Human  Systems  Division  (AFSC) 

Brooks  Air  Force  Base,  Tx  78235-5301 


NOTICES 


This  final  report  was  submitted  by  personnel  of  the  Dental  Investigation 
Service,  Clinical  Sciences  Division,  USAF  School  of  Aerospace  Medicine, 

Human  Systems  Division,  AFSC,  Brooks  Air  Force  Base,  Texas,  under  job  order 
NGDPRAXX  (SUPTXXDS). 

This  report  was  prepared  as  an  account  of  work  sponsored  by  an  agency  of 
the  United  States  Government.  Neither  the  United  States  Government,  nor  any 
agency  thereof,  nor  any  of  their  employees,  nor  any  of  their  contractors, 
subcontractors,  or  their  employees,  makes  any  warranty,  expressed  or  implied, 
or  assumes  any  legal  liability  or  responsibility  for  the  accuracy,  complete¬ 
ness,  or  usefulness  of  any  information,  apparatus,  product,  or  process  dis¬ 
closed,  or  represents  that  Its  use  would  not  infringe  privately  owned  rights. 
Reference  herein  to  any  specific  commercial  product,  process,  or  service  by 
trade  name,  trademark,  manufacturer,  or  otherwise,  does  not  necessarily  con¬ 
stitute  or  imply  its  endorsement,  recommendation,  or  favoring  by  the  United 
States  Government,  or  any  agency,  contractor,  or  subcontractor  thereof.  The 
views  and  opinions  of  the  authors  expressed  herein  do  not  necessarily  state 
or  reflect  those  of  the  United  States  Government  or  any  agency,  contractor 
or  subcontractor  thereof. 

When  Government  drawings,  specifications,  or  other  data  are  used  for  any 
purpose  other  than  in  connection  with  a  definitely  Government-related  procure¬ 
ment,  the  United  States  Government  incurs  no  responsibility  or  any  obligation 
whatsoever.  The  fact  that  the  Government  may  have  formulated  or  in  any  way 
supplied  the  said  drawings,  specifications,  or  other  data,  is  not  to  be 
regarded  by  implication,  or  otherwise  in  any  manner  construed,  as  licensing 
the  holder  or  any  other  person  or  corporation;  or  as  conveying  any  rights  or 
permission  to  manufacture,  use,  or  sell  any  patented  invention  that  may  in  any 
way  be  related  thereto. 

The  Office  of  Public  Affairs  has  reviewed  this  report,  and  it  is  releas¬ 
able  to  the  National  Technical  Information  Service,  where  it  will  be  available 
to  the  general  public,  including  foreign  nationals. 

This  report  has  been  reviewed  and  is  approved  for  publication. 


PAUL  R.  PARK,  Colonel,  USAF,  DC 
Supervisor 


V 


JOE  B.  DRANE  III,  Lt  Col,  USAF,  DC 
Project  Scientist 


I  Is.  •’.SPORT  security  CLASSIf ICATION 

I  Unclassified 


i  2&.  security  classification  authority 


DECUSSIFICATiON/DOWiMGRAOING  SCHEDULE 


Id  O.TG.4N’!2>vriO*''  RE.’CST  NUM3ER<S) 

“ T^— S8" 27 


REPORT  DOCUMENTATION  PAGE 


lb.  RESTRICTIVE  MARKINGS 


3.  DISTRIBUTION /AVAILABILITY  Of  REPORT 

Approved  for  public  release;  dlstributior 
is  unlimited. 


S.  MONITORING  ORGANIZATION  REPORT  NUMBER(S) 


j  6y.  '.'A?:"-;  ocgamization 

i  USAF  School  of  Aarcspace 
Medicine 


6b.  OFFICE  SYMBOL  I  7a.  NAME  OF  MONITORING  ORGANIZATION 
0  appBcaM) 


USAFSAM/NGD 


i.-  A-.  ADORE;. S  {CJty,  State,  Di/' Cort^J 
5  Human  Systems  Division  (AFSC) 
i'  Brooks  .Air  Force  Base,  TX  78235~5301 


7b.  ADDRESS  (Gty,  Stit*.  and  Z/RCodt) 


Bb.  OFFICE  SYMBOL  I  9  PROCUREMENT  INSTRUMENT  IDENTIFICATION  NUMBER 
(tf  apfilkabh)  | 


USAFSAM/NGD 


10.  SOURCE  OF  FUNDING  NUMBERS 


PROGRAM 


pROJsa 

TASK 

*“ngdp 

RA 

e  NA.Vit  OF  FUNDING /S.FONSOP.ING 

ORGANIZATION  USAF  School  Of 

■  Aerospace  Medicine 


5  3't.  .-ADDRESS  (Crty,  State, 

t  Human  Systems  Division  (AFSC) 

I  Brooks  Air  Force  Base  TX  78235“5301 

I 


?  II.  title  (I'KlsMtf  Sacwfrty  CassjficaxiQn) 

^  Dental  X-Ray  Autcjprocessors :  Technical  and  Operational  Evaluation 


i  12.  PERSONAL  AUTMORIS)  - 

’  Drane,  Joe  3.  Ill;  Barnes,  Robert  A.;  Sexson,  David  W. ;  Park,  Paul  R. 


•i3a.  TYRE  OF  REPORT 

Final 


IS.  SUPPLEMENTARY  NOTATlC-N 


|13b.  TIMS  COVERED 

14.  DATE  OF  REPORT  lYaar.  Month,  Day) 

TO 

1988,  November 

COSATl  COOES 


GROUP  I  SUB-GROUP 


IS.  SUBJECT  TERMS  (ConoirMM  on  rtvofM  if  nactaary  amt  idantify  by  block  nvmbar) 

^  Dental  Equipment;^  Dental  X-Ray  Autoprocessorsj 
Stepwedge-^^^ — (  Automatic  Film  Processor^;  V 
->X-Rav  Film  Density^ 


05/12 


u  nil  { 


19.  A3STRACT  {ConC/Hfe  on  rsvm.^s  if  nacmary^aod  ktanOfy  by  block  numbor) 

TThe  purpose  of  this  study  by  the^SAF-Denta_l_Investlgatlcn  Service  (USAFSAM/NGD)  was  to 
evaluate  nine  commercia:  dental  x-ray  automatic “flim- processors.  Three  USAFSAM  evaluator 
canpared  the  film  processors  against  locally  developed  cr^teria.^^This  report  stresses 
radiographic  quality  control.  Precision  equipment — an  X-Rite  M(^1--3Q3  sensitometer,  an 
X-Rite  Model  301  densitometer,  and  an  aluminum  stepwedge — was  used  to  make-..5recise, 
repeatable  exposures  on  x-ray  film.  The  densitometer  was  used  to  measure  op^lq^  densiti' 
of  processed  x-ray  film.  USAF  base  dental  surgeons  should  be  able  to  make  decisions  on 
’vhich  film  processors  to  purchase  based  on  the  findings  of  this  report. 


2C.  OISTRift'JTiON./AVAlLA.SlUTY  OF  ABSTRACT  21.  ABSTRACT  SECURITY  CLASSIFICATION 

®  unclassifiedajnlimited  □  SAME  AS  RPT  □  OTIC  USERS _ Unclasslfled _ 


7  7?  OF  RFSrCnsiFLZ  iMOiviOUAi.  I22b.  TELEPHONE  (/nc/iidJ{Af*i Code)  22c  O 

J.oe  Drane  .III,  Lt  Del,  USAF,  DC _ |  (512)  13^-^502 _ 

Du  ;'r  r.'D  1  T?.?,,  J'J,'-’  ES  Previous  editions  art  obsolete.  SECURITY  CLASSIFIC 


Bn 


IRITY  CLASSIFICATIC 
UNCLASSIFIED 


CONTENTS 


INTRODUCTION . 

BACKGROUND . 

MATERIALS  AND  METHODS . 

RESULTS . 

DISCUSSION . 

CONCLUSIONS  AND  RECO^mENDATIONS . 

REFERENCES . 

LIST  OF  FIGURES 

Figure 

No. 

1.  Image  Quality  Flow  Charts . 

2.  Allied  Photo  Producta  AP-200 . . . . 

3.  Air  Techniques  AT-2000 . . . 

4.  Dent-X  410 . 

5.  Dent-X  8l0  Basic . 

6.  Dent-X  9000 . 

7.  Kodak  M35A . 

8.  Intraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  +  Zero  Hours) . 

9.  Intraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  4  hours) . 


1 

1 

2 


6 

7 

8 
9 


10 

11 

12 

13 

14 

15 

16 

17 

17 


iii 


10.  Intraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  +  d  hours) .  18 

11.  Extraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  Zero  hours) .  18 

12.  Extraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  +  4  hours) . .  19 

13.  Extraoral  Film  Densities  at  Several  Processing  Speeds 

Using  Various  Processors  (Warmup  8  hours) .  19 


LIST  OF  TABLES 


Table 

No. 


1.  Autoprocessor  Study  Units  Tested .  20 

2.  Autoprocessor  Work  Sheet .  21 

3.  Synopsis  of  Dental  X-Ray  Film  Processors .  22 

4.  Subjective  Impressions  Raw  Data .  24 

5.  Subjective  Impressions .  24 

6.  Base  plus  Fog  Data . 25 

7.  Subjective  Impressions  Data  -  Ranges  by  Reader  and  Attribute .  25 

8.  Subjective  Impressions  Data  -  Coefficients  of  Correlation .  26 


9.  Subjective  Impressions  Data  -  Best  Machine  by  Reader  and  Attribute.  26 


iv 


DENTAL  X-RAT  AUTOPROCESSORS :  TECHNICAL  AND  OPERATIONAL  EVALUATION 


INTRODUCTION 

The  evolution  from  developing  tray  to  developing  tanka  to  processing 
machine  to  automatic  processing  machine  was  a  blessing  for  the  dental 
technician.  It  kept  his  hands  out  of  messy  chemicals.  Daylight  developing 
tanks  kept  him  out  of  the  darkroom  for  extended  periods.  Processing  machines 
speeded  up  the  process  and  automatic  replenishment  introduced  accuracy  not 
previously  possible  because  dental  X“ray  labs  tended  to  underreplenish  (I 
forgot)  or  to  overreplenish  (Did  I  replenish,  or  didn't  I?). 

The  small  dental  clinic  in  the  field  with  an  x-ray  lab  in  a  closet  doesn't 
want  to  be  concerned  with  quality  control  research.  It  just  wants  readable 
X  rays.  To  make  it  possible  for  the  small  lab  to  have  this  degree  of  freedom 
requires  some  extensive  quality  control  research  by  the  manufacturer  and  by 
the  USAF  Dental  Investigation  Service. 

The  USAF  Dental  Investigation  Service  (DIS)  regularly  receives  requests 
for  dental  x-ray  autoprocessor  information.  The  requests  have  come  at  a  time 
of  rapid  manufacturer  turnover  in  the  autoprocessor  market.  This  project  was 
initiated  to  compare  available  dental  x-ray  processors,  and  to  determine  their 
suitability  for  U.S.  Air  Force  (USAF)  use.  The  longevity  of  these  units  was 
not  measured. 


BACKGROUND 

One  of  the  most  Important  points  illuminated  by  a  review  of  the  literature, 
with  respect  to  high  quality  radiographs,  is  that  regardless  of  the  auto¬ 
processor  used,  regular  and  frequent  maintenance  is  absolutely  essential. 
Meticulous  processing  techniques  are  critical  to  the  production  of  high 
quality  radiographs  (1).  Detailed  instructions  for  exacting  procedures  are  too 
often  overlooked  or  not  understood  by  the  operator.  About  80-90*  of  poor  film 
quality  is  caused  by  Improperly  cleaned  processors  and  Improper  solution 
management  (2).  In  automatic  processing,  a  close  coordination  of  clean 
transport  mechanisms,  proper  processing  chemicals,  controlled  temperatures, 
and  high  quality  film  is  essential  to  achieve  a  high  quality  end  product  (3). 
With  this  requirement  in  mind,  investigators  at  DIS  compared  six  automatic 
x-ray  film  processors. 

The  literature  reveals  several  autoprocessor  comparison  studies,  but  only 
one  conducted  recently,  and  only  one  in  which  film  quality  was  compared  among 
machines.  In  1981,  Wuermann  and  Manson-Hing  published  a  comparison  chart  of 
six  autoprocessors  (ii).  They  based  their  comparisons  on  data  provided  by 
manufacturers  and  sales  representatives.  Some  of  the  processors  they  reviewed 
are  no  longer  available.  In  1984,  Stockman,  Foster,  and  Young  of  the  USAF 
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DIS  conducted  a  comparison  study  of  seven  processors  (5).  Although  the  study 
compared  physical  features  of  the  autoprocessors,  it  did  not  compare  image 
quality  differences  in  x-ray  films  develop>ed  in  the  machines.  Two  of  the 
seven  autoprocessors  from  that  study  are  no  longer  available.  Two  others  are 
available  under  a  different  brand  name,  having  been  changed  and  "improved" 
according  to  the  manufacturer. 

In  1980,  Thunthy  compared  film  quality  differences  in  five  automatic  pro¬ 
cessors  (6).  He  used  manually  processed  films  as  the  standard.  Differences 
in  fog  production  were  visually  undetectable  and  clinically  unimportant.  He 
noted  significant  differences  in  image  contrast  in  high-density  regions  as 
produced  by  the  various  processors,  but  little  difference  in  low-density 
regions.  He  noted  no  resolution  differences  within  film  types  and  did  not 
compare  image  quality  at  high  "endo"  processing  speeds.  The  "endo"  developing 
speed  is  a  fast  roller  speed  in  dental  x-ray  processors  providing  quick 
development  of  x-rays  used  to  verify  root  length  in  endodontics.  In  1987, 
Clinical  Research  Associates  (CRA)  compared  the  physical  properties  of  four 
autoprocessors  (7).  They  rated  the  units  based  on  twenty  features  they  felt 
were  Important  when  purchasing  an  autoprocessor.  It  should  be  noted  that 
CRA's  report  does  not  discuss  materials  or  methods  of  data  collection.  It  is 
not  known  how  they  obtained  their  data. 

MATERIALS  AND  METHODS 

Following  solicitation  by  the  DIS,  five  dental  equipment  manufacturers 
provided  a  total  of  nine  models  of  x-ray  autoprocessors  for  evaluation  (Table 
1).  Investigators  divided  the  testing  protocol  into  three  data  collection  and 
evaluation  phases,  two  of  which  were  objective  and  one  subjective.  Data 
concerning  the  first  two  phases  was  collected  on  an  autoprocessor  worksheet 
(Table  2). 

In  Phase  I,  investigators  collected  and  recorded  objective  physical  charac¬ 
teristics  data  using  the  autoprocessor  worksheet  and  tabulated  their  results 
(Table  3)«  The  English  system  for  measurements  was  used.  Manufacturers  were 
contacted  for  clarification  only  when  evaluators  could  not  obtain  answers  for 
this  phase  through  direct  observation  or  through  product  literature.  The 
decision  on  which  items  of  information  to  collect  in  this  phase  was  based  on  a 
previous  study  (5),  and  on  the  evaluators'  field  experiences  and  resultant 
knowledge  of  the  needs  of  users  in  the  clinical  setting. 

In  Phase  II,  investigators  collected  subjective  impressions  from  three 
observers  concerning  the  machines'  physical  features.  All  machines  were  in  a 
single  room  at  the  same  time  and  were  available  for  review  as  dry  specimens; 
that  is,  they  were  assembled  but  not  attached  to  utilities.  Each  observer 
viewed  and  evaluated  the  machines  independently  and  at  a  separate  time  from 
other  raters.  Observers  rated  each  item  of  each  machine  on  a  scale  of  one 
(poor)  to  five  (excellent)  and  recorded  their  Impressions  using  the  auto- 
processor  work  sheet  (Table  2).  They  did  not  discuss  their  findings  prior 
to  submission  of  their  reports. 


The  observer  team  consisted  of  a  medical  equipment  repairman  from  the  USAF 
School  of  Aerospace  Medicine  (SAM),  Maintenance  and  Management  Section,  and 
two  dental  technicians  from  DIS.  Investigators  made  no  attempt  to  randomize 
the  order  in  which  observers  viewed  the  autoprocessors  for  evaluation.  Nor  was 
any  attempt  made  to  calibrate  the  examiners  beyond  the  expected  expertise  of 
their  positions  as  medical  equipment  repair  personnel  and  as  dental  technicians. 
The  raters'  results  were  collected  (Table  U)  and  totals  av^aged  (Table  5). 
Findings  were  then  stati-.'-ically  evaluated  to  check  the  results  in  Table  5. 

Evaluators  statistically  compared  the  observo’s'  subjective  findings  in 
three  stages.  They  first  measured  the  ranges  each  observer  used  in  scoring 
the  processors'  features  (Table  7).  Next,  investigators  developed  coefficients 
of  correlation  among  the  observers  (Table  8).  In  this  stage,  the  findings  of 
each  observer  were  compared  to  the  findings  of  every  other  observer.  Using 
Spearman's  Rho,  investigators  determined  the  inter  evaluator  concordance  or 
correlation.  The  higher  the  correlation  coefficient  (in  the  presence  of  a 
wide  range  of  values)  the  more  valid  the  findings.  The  final  stage  in  the 
statistical  evaluation  was  the  ranking  of  the  autoprocessors  by  observe'  and 
by  machine  feature  (Table  9).  Agreement  among  observers  as  to  which  machines 
were  best  (in  the  presence  of  good  concordance  and  good  range)  helped 
investigators  make  final  purchasing  recommendations. 

Phase  III,  the  final  data  collection  and  evaluation  phase,  objectively 
measured  and  rated  as  acceptable  or  unacceptable  the  quality  of  the  product 
produced  by  each  autoprocessor.  Investigators  measured  the  densities  of 
developed  radiographs  from  each  oachine  and  ultimately  translated  these 
density  findings  to  quality. 

Radiography  is  a  photographic  process.  Therefore,  photographic  terms  are 
used  to  describe  the  science,  and  photographic  materials  and  methods  are  used 
in  its  application.  The  terms  used  in  this  rep<m't  may  not  be  familiar  with 
all  readers  in  the  field;  therefore,  a  few  definitions  may  be  in  order  before 
proceeding. 

Illuminance  is  the  light  (luminous  flux)  falling  (incident)  ot  a  sample 
(developed  film  in  this  case). 

'hraiisalttaiice  (expressed  as  a  decimal  fraction  or  percentage)  is  the  ratio 
of  transmitted  to  available  illuminance.  If  an  incident  illuminance  of  75 
meter  candles  (me)  falls  on  our  sample  and  25  me  of  that  incident  illuminance 
is  transmitted,  the  transmittance  is  0.33  or  33%. 

Opacity  is  the  reciprocal  of  transmittance.  For  a  transmittance  of  33%, 
the  opacity  is  3.0. 

Density  is  the  logarithm  (to  the  base  10)  cf  opacity.  Here  the  density  is 
0.48. 

The  effect  of  cur  sample  on  light  can  be  measured  in  any  of  the  three  terms 
described  above.  However,  the  accepted  standard  used  to  measure  the  light 
stopping  ability  of  a  medium  is  density.  The  visual  process  is  approximately 
logarithmic  -  tho'efore,  density  approximates  a  measure  of  what  the  eye  sees. 
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(Each 


Compare  the  effect  of  light  on  four  thicknesses  of  a  medium. 


thickness  has. 

in  this  case,  a  transmittance  of 

0.20.) 

Thickness 

Transmittance 

Opacity 

Density 

1 

0.20 

5.0 

0.70 

2 

0.040 

25.0 

1.40 

3 

0.0080 

125.0 

2.10 

4 

0.0016 

625.0 

2.80 

Transmittance  and  opacity  vary  exponentially  as  can  be  seen  in  the  table 
above  (8).  However,  density  is  proporticnal  to  the  sample's  thickness.  The 
density  of  four  layers  is  four  times  the  density  of  one  layer.  Visualize  the 
four  layers  from  the  table  side  by  side  and  you  have  a  step  wedge. 

Photographic  sensitometry  is  the  science  of  measuring  the  effect  of 
radiation  on  sensitized  emulsions  (silver).  In  the  case  of  radiographs  the 
radiation  is  invisible.  Exposure  (the  product  of  radiation  times  time)  of  the 
silver  is  proportional  to  the  amount  of  radiation  falling  on  the  subject. 

A  photographic  sensitometer  uses  a  precision,  calibrated  light  source  to 
expose  photographic  materials.  Variability  between  exposures  using  a 
sensitometer  is  extremely  small.  It  can,  therefore,  be  used  as  a  source  of 
reproducible  exposure*'  for  radiographic  film.  In  this  test  investigators 
used  the  X-Rite  Model  303  sensitometer. 

By  exposing  film  through  calibrated  step  wedges,  we  place  known  exposures 
on  the  film.  After  these  films  are  developed  in  processing  machines  or 
developing  tanks,  we  can  measure  the  resulting  densities  on  a  densitometer. 
Variations  in  density  from  our  standard  will  point  out  variations  in  developer 
concentrations,  solution  temperature,  and  machine  speed  or  variations  in  film 
speed  caused  by  age  or  improper  storage  conditions  (exposure  to  heat, 
radiation,  or  high  humidity). 

The  radiographs  in  this  study  were  exposed  under  identical  conditions  and 
were  developed  in  each  machine  under  ideal  conditions  as  set  forth  by  the  manu¬ 
facturers  in  their  operating  Instructions.  Significant  variables  were  limited  to 
machine  developing  speed  and  the  time  of  day  that  processing  occurred. 

To  measure  and  compare  image  density,  evaluators  first  created  a  processed 
film  density  standard.  Using  Kodak  D-58  Intraoral  Film  and  DF-75  Extraoral 
Film,  they  took  radiographic  images  of  an  aluminum  stepwedge  (using  the  GE 
1000  x-ray  machine)  and  of  an  optical  stepwedge  (using  the  X-Rite  Model  301 
sensitometer)  respectively. 

In  1985,  Manson-Hing  and  Bloxom  reported  using  the  aluminum  stepwedge  as  a 
quality  control  device  for  monitoring  processing  solutions  (9).  Based  upon 
their  validation  of  the  stepwedge  as  a  comparison  device,  DIS  evaluators  used 
it  to  expose  all  intraoral  films;  they  compared  step  densities  between  the 
machine-developed  and  the  hand-developed  radiographs.  Members  of  the 
Fabrication  Branch  of  the  Technical  Services  Division,  USAF  School  of 


Aerospace  Medicine,  machined  the  aluminum  stepwedge  from  commercially  pure 
#1100  aluminum  with  base  measurements  of  10  x  30  mm.  The  stepwedge  contains  a 
total  of  eight  steps,  each  10x4  mm;  the  steps  are  2,  4,  6,  8,  10,  12,  14, 
and  16  ram  thick.  The  result  is  a  device  resembling  a  small  staircase,  which 
when  radiographed,  projects  eight  shadows  of  varying  densities  on  the  x-ray 
film.  Investigators  used  this  stepwedge  as  a  test  object  when  exposing  the 
intraoral  film.  They  exposed  all  intraoral  radiographs  at  TOkVp  and  10mA  for 
1  s  using  the  General  Electric  1000  Intraoral  X-Ray  Machine.  They  exposed  all 
extraoral  radiographs  using  the  X-Rlte  #303  Sensitometer  at  the  blue  film 
setting  for  the  standard  machine  default  period  of  time. 

The  extraoral  (panoramic)  film  required  a  different  method  for  creating  a 
film  density  standard  due  to  the  need  for  an  intensifying  screen  when  exposing 
extraoral  film.  Investigators  used  an  optical  stepwedge  to  shadow  the  film. 

The  optical  stepwedge  is  similar  to  a  developed  x-ray  image  of  an  aluminum 
stepwedge.  Investigators  used  it  in  the  X-Rite  Model  303  sensitometer,  *3 
device  used  in  this  study  to  simulate  exposure  of  extraoral  film  in  a 
panoramic  x-ray  cassette.  The  principle  of  the  sensitometer  was  discussed 
previously. 

Kodak  processing  solutions  were  used  to  develop  the  radiographs. 

Evaluators  used  RP  X-omat  chemistry  in  the  autoprocessors  and  GBX  developer 
for  manual  processing. 

The  image  densities  of  the  products  of  each  machine  were  measured  at 
standard  speed  and,  where  possible,  at  the  fastest  "endo"  developing  speed, 
and  at  an  intermediate  speed.  The  intermediate  speeds  chosen  were  as  close  as 
possible  to  a  speed  midway  between  the  machines'  fastest  and  standard  speeds 
(Figures  8-13).  Since  the  number  of  machine  speeds  varies  widely  (range  is 
from  one  speed  in  five  of  the  machines  to  11  speeds  in  the  Air  Techniques  AT 
2000  [Table  3]),  the  investigators  measured  no  more  than  three  settings  on  any 
one  processor. 

Each  machine's  ability  to  maintain  the  imsige  density  of  its  processed 
x-ray  films  was  tested  throughout  an  8-h  workday.  Image  density  data  was 
collected  by  processing  sets  of  test  films  through  the  machines  at  each  of  the 
tested,  machine  roller  speeds.  Each  film  set  contained  six  test  films,  includ¬ 
ing  one  unexposed  intraoral  film  (for  measuring  base  fog),  four  exposed  intra¬ 
oral  films,  and  one  exposed  panoramic  lextraoral)  film  strip.  To  measure  each 
autoprocessor's  consistency  over  the  8-h  day,  investigators  developed  one 
test  set  of  x-rays  at  time  zero  (defined  as  the  point  at  which  the  developer 
reachic  d  operating  temperature),  an  additional  set  at  time  zero  plus  2-h  and 
sets  at  2-h  increments  throughout  the  remainder  of  the  simulated  day.  A  flow 
chart  showing  the  processing  regimen  (Fig.  1)  was  used  to  help  insure  testing 
consistency. 

Five  hand-developed  sets  were  processed  under  optimum  conditions  during 
the  study.  They  were  processed  separately  under  exacting  conditions  of  time, 
temperature,  And  chemistry  specified  by  Kodak  for  GBX  processing  fluids,  and 
their  results  (densities  as  measured  on  the  X-Rite  #301  Densitometer)  were 
averaged.  Their  average  density  became  the  standard  for  comparison  with  all 
machine-developed  films. 
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Investigators  measured  three  step  densities  on  each  developed  film,  using 
the  X-Rite  Model  301  densitometer,  taking  three  measurements  at  each  of  the 
selected  steps.  For  the  intraoral  films  they  measured  the  film  densities  of 
the  images  cast  by  the  Umm,  lOmm,  and  l6mm  aluminum  stepwedge  thicknesses. 

For  the  extraoral  (panoramic)  films,  they  measured  steps  #9,  #11,  and  #13  of 
the  optical  stepwedge.  They  then  plotted  density,  minus  the  sum  of  base  plus 
fog,  against  machine  speed  and  temperature  (over  the  8-h  test  day)  and 
compared  the  results  to  the  densities  of  the  manually  processed  films.  The 
■Tjase"  is  the  supporting  material  of  the  film  composed  of  polyester  with  a 
slight,  bluish  tint.  It  has  a  distinct,  measurable  density.  The  "fog"  is 
film  density  created  in  the  emulsion  of  the  film  by  sources  other  than  the 
primary  beam  of  photons. 

Density  readings  of  radiographs  developed  in  the  machine  roller  speed 
tests  during  the  simulated  workday  were  then  translated  to  film  quality.  In 
1986  Bloxom  and  Manson-Hlng  demonstrated  a  clinically  acceptable  density  range 
based  on  a  comparison  of  stepwedge  Images  and  Images  of  a  dental  phantom  (9). 
Based  on  the  findings  of  that  study,  DIS  investigators  used  the  range  of  two 
steps  darker  to  two  steps  lighter  than  the  optimum  density  as  the  range  of 
acceptability.  Densities  falling  outside  that  range  were  Judged  unacceptable. 


RESULTS 

Table  3  summarizes  the  physical  findings  for  each  of  the  evaluated 
processors.  This  two-page  chart  contains  data  for  some  of  the  conclusions  at 
the  end  of  this  repcrt. 

Table  5  summarizes  observer  impressions  and  subjective  appraisals  of 
machine  features.  These  features  have  been  numerically  evaluated  and  the 
autoprocessors  ranked  according  to  aca"e. 

Table  6  contains  base  plus  fog  measurements  for  intraoral  x-rays  using  the 
aluminum  stepwedge  and  for  extraoral  x-rays  using  the  sensitometer  optical 
stepwedge. 

Tables  7  through  9  summarize  the  statistical  analysis  of  the  subjective 
portion  (Phase  II)  of  the  comparison  study. 

Figures  2  through  7  are  drawings  of  the  processors.  Each  is  followed  by 
the  observers'  comments  as  they  evaluated  the  machines. 

Figures  8  through  13  contain  vertical  bar  graphs  comparing  the  densities 
of  test  radiographs  automatically  developed  in  the  tested  processors  with  the 
hand-developed  control  group  of  x  rays. 
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DISCUSSION 


Subjective  rating  averages  (Table  5)  for  the  Allied  AP-200  and  the  Kodak 
'^35A  autoprocessors  were  above  the  median  of  ^  points.  The  Allied  Photo 
Products  AP-200  had  the  highest  overall  subjective  rating.  However,  readers 
should  evaluate  based  upon  their  specific  needs.-  The  point  score  of  the 
Allied  Photo  Products  unit  does  not  constitute  a  DIS  indorsement  over  other 
acceptable  machines  but  only  reflects  that  machine's  superior  rating  for  the 
specific  protocol  of  this  study. 


According  to  the  manufacturers,  the  two  Dynaweb  autoprocessors  and  the 
Peri  Pro  II  were  not  to  be  used  with  currently  stocklisted  processing  solutions 
(Kodak).  Results  of  these  three  machines  are  therefore  not  included  in  this 
study  because  they  were  unable  to  meet  the  protocol. 

The  statistical  analysis  of  the  subjective  portion  (Phase  II)  of  the 
comparison  study  provided  the  following: 

-  All  attributes  rated  appear  to  be  valid  as  evidenced  by  their 
reasonable  spread  in  value  range  by  observer  (Table  7) . 

-  The  level  of  Interobserver  concordance  seems  to  further  validate  the 
rated  features  (Table  8). 

-  All  tested  machines  are  acceptable,  but  the  Allied  Photo  Products  AP 
200  and  the  Kodak  M35A  seem  to  be  favorites. 

-  Ease  of  installation  (feature  f  in  Tables  4,  5,  7,  8,  and  9)  showed  a 
low  interobserver  concordance  by  observers  one  and  two,  and  by  one  and  three. 
Observers  two  and  three,  however,  agreed.  This  discrepancy  is  understandable 
when  one  sees  that  observer  one  was  a  medical  equipment  repair  technician 
whose  primary  interest  would  likely  be  associated  with  installation  and 
repair.  The  other  two  observers,  however,  were  dental  technicians  whose 
interest  is  more  likely  to  be  in  the  areas  of  operation  and  dally  maintenance. 

The  Kodak  M35A  was  rated  very  highly  by  the  evaluators,  both  in  the  quality 
of  processed  x-ray  films,  and  in  the  quality  of  construction,  but  its  appli¬ 
cability  is  limited  because  it  does  not  accept  films  smaller  than  panoramic 
size.  It  is  ideal,  however,  for  high  volume  panoramic  film  applications. 

Investigators  measured  warm-up  times  (Table  3)  from  room  temperature  to 
Indicator  light  "on"  or  to  the  operating  temperature  recommended  by  the 
manufacturer  (when  no  Indicator  light  was  present).  The  Dent-X  4i0  required 
the  longest  warm-up  time  (33  min)  and  the  Air  Techniques  AT-2000  required  the 
least  (9  min). 

The  base  plus  fog  densities  were  excessive  for  all  intraoral  films 
processed  on  short  cycle  times  (2.5  min  or  less),  indicating  the  films  were 
not  properly  processed.  For  those  radiographs  processed  at  the  tested 
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machines'  "normal  speeds,"  all  had  acceptable  densities.  All  machines'  short 
cycles  produced  readable  radiographs,  but  the  user  should  be  aware  that  these 
cycles  produced  radiographs  of  less  than  optimal  quality  with  fair  to 
objectionable  fog  levels  and  streaking. 

Thunthy  reported  no  differences  in  fog  production  that  could  be  detected 
visually  between  handprocessed  films  and  those  films  processed  in  the  auto¬ 
processors  he  studied  (3).  However,  the  autoprocessors  in  the  Thunthy  study 
were  not  operated  on  short  cycle  times.  Bloxom  and  Manson-Hing  showed  that  a 
shift  of  two  step  densities  is  well  within  the  clinical  acceptability  range  of 
dentists  (10).  All  film  images  of  radiographs  processed  on  the  normal  machine 
speeds  were  within  the  two-step  parameter.  Evaluators  found,  however,  that 
short  cycles  of  less  than  2.5  min  generally  produced  streaks  cind  increased  fog 
levels.  The  indication  is  that  short  "endo"  cycles  (fast  roller  speeds) 
produce  decreased  quality  radiographs. 


CONCLUSIONS  AND  RECOMMENDATIONS 

1.  Intraoral  films  (Kodak  DF-58)  processed  with  cycle  times  of  2.5  min  or 
less  were  Incompletely  processed.  Users  should  exercise  caution  when  using 
these  cycles,  being  fully  aware  that  quality  is  the  tradeoff  for  time  saved 
through  short  processing  cycles. 

2.  All  the  tested  autoprocessors  produced  extraoral  (Kodak  DF-75)  film  image 
quality  that  is  within  clinically  acceptable  limits  when  processed  at  cycle 
times  from  1  to  7  min. 

3.  There  is  insufficient  data  to  be  able  to  recommend  the  Dynaweb  3  and 
Dynaweb  1 0  for  Air  Force  use  because  their  manufacturers  would  not  allow  their 
use  with  Kodak  chemicals.  Film  quality  was  acceptable  when  used  with  the 
manufacturers'  chemicals. 

The  Allied  Photo  Products  AP  200  and  the  Kodak  M35A  scored  overall  beat, 
slightly  edging  the  other  tested  processors. 

5.  All  other  autoprocessors  in  this  study  are  recommended  for  USAF  use. 

6.  Autoproceasor  longevity  cannot  be  predicted  on  the  basis  of  this  study. 

7.  Regardless  of  the  point  totals  in  Table  5,  potential  buyers  should 
consider  each  of  the  recommended  units  on  the  features  needed  for  their  own 
clinics. 

8.  Further  study  into  the  clinical  acceptability  of  intraoral  radiographs  pro¬ 
cessed  at  autoproceasor  cycle  times  of  2.5  min  or  less  is  recommended. 
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Dental  X-Ray  Film  Processor  Study 


DIS  Observations* 


*  The  following  observations  were  taken  from  the  actual  comments  made  by  the 
three  independent  observers  as  they  evaluated  the  autoprocessors.  Their 
subjective  impressions  may  or  may  not  be  indicative  of  a  machine'-'  overall 
usefulness  in  the  U.S.  Air  Force. 


Figure  2.  Allied  Photo  Products  AP-200 

a .  Advantages 

(1)  Constructed  of  very  sturdy  materials. 

(2)  Maintenance  and  accessibility  to  internal  components  are 
especially  good. 

(3)  The  funnel-like  covers  of  the  tanks  make  solution  charges  easy 
and  splashing  minimal. 

(4)  The  installation  and  operator's  manuals  are  outstanding. 

(5)  The  hinged  film  cover  protects  inserted  film  from  light  as  the 
user  leaves  the  dark  room. 

b.  Disadvantages 


There  is  no  automatic  standby  mode. 


Figure  3.  Air  Techniques  AT- 2000 

a.  Advantages 

(1  )  Solutions  are  very  easily  drained  from  the  machine. 

(2)  Schematics  of  electrical  controls  are  provided. 

(3)  An  excellent  troubleshooting  manual  guides  the  user  through  most 
common  problems. 

(4)  The  unit  appears  to  be  solidly  constructed  of  durable  materials. 

(5)  This  is  the  only  machine  that  had  instructions  located  on  the 
outside  of  the  unit. 

b.  Disadvantages 

(1  )  The  roller  assemblies  seem  to  be  put  together  in  such  a  way  that 
if  a  single  gear  breaks,  the  entire  assembly  must  be  replaced. 

(2)  The  design  complicates  access  to  the  machine's  electronics. 
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Figure  4.  Dent-X  410 


a.  Advantages 

(1)  The  unit  Is  small,  ccmpact,  and  light  weight  (22  lbs). 

(2)  Installation  is  simple. 

(3)  Instructions  and  schematic  inside  side  access  panel  are 
outstanding. 

b.  Disadvantages 

(1 )  This  unit  is  unsuitable  for  the  volume  of  use  required  by 
virtually  all  Air  Force  dental  clinics,  due  to  its  lack  of  a  replenisher 
system. 

(2)  Solution  tanks  must  be  emptied  by  hand-dumping. 

(3)  Developer  could  be  contaminated  by  splaished  fixer  as  film 
transport  roller  leaves  developer  tank  and  drops  into  fixer  tank. 

(4)  Solutions  are  heated  from  the  side  rather  than  from  underneath 
the  tanks,  making  for  possible  "cold  spots." 

(5)  Warm-up  time  was  excessive  (33  min). 
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a.  Advantages 

(1  )  Water  supply  is  not  required  if  water  recirculator  is  used. 

(2)  Machine  has  automatic  standby  nx7de. 

(3)  Troubleshooting  guide  covers  film  and  equipment  problems. 


b.  Disadvantages 

There  is  no  separate  drain  hose  for  the  fixer  tank. 


Figure  6.  Dent"X  9000 


a.  Advantages 

(1  )  Internal  components  are  easily  accessible. 

(2)  The  unit  is  supplied  with  a  troubleshooting  guide. 

(3)  The  automatic  replenishment  system  makes  the  unit  easy  to 
operate,  eliminating  manual  replenishment.  This  unit  is  the  only  one  tested 
that  has  a  fully  automatic  replenishment  system. 

b.  Disadvantages 

The  main  cover  is  difficult  to  position  properly  when  it  is  replaced 
after  access  to  Internal  components. 


Figure  7.  Kodak  M35A 

a.  Advantages 

(1)  The  unit  appears  to  be  easily  maintained  by  operator  and  repair 
technician  alike. 

(2)  The  overall  quality  is  conanendable. 

(3)  The  side  panels  are  easily  removed  making  accessibility  to 
internal  components  excellent. 

(4)  Enclosed  instructions  and  troubleshooting  guide  are  exceptional. 

b.  Disadvantages 

(1)  This  unit  will  not  develop  dental  films  smaller  than  panoramic. 

(2)  The  cost  of  this  unit  may  be  prohibitive  for  smaller  dental 

clinics. 

(3)  This  unit  should  be  reserved  for  large  panoramic  x-ray  or 
cephalometric  x-ray  operations  or  other  special  purpose  operations. 


16 


lAtraorml  Fila  Oratities  of  Tottod  ProoMsors  st  SoToral 
Procoiaias  Spooda  CVirasp  *  Zoro  Ho«ra) 


AT200a 


Danstty  maauramtnta  wara  taan  at  I  Omni  stap  and  da  not  ineludi  baa  piM  rap 


LEOENO  FtQURC  8 

naual 

s 

1  ninSpaa 

■ 

2  ninSpaa 

B 

2.5  Min  Spaa 

B' 

4  Min  Spaa 

S 

4.5  ninSpaa 

0 

snmspaa 

B 

7  run  Spaa 

— 

Opt  Obna  Smm  Sta 

.... 

Opt  Dana  1 0mm  Sta 

— 

Opt  Dana  1 4mm  Sta 

Figure  8.  Intraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  +  zero  hours). 


Figure  9.  Intraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  ♦  4  hours). 
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Figure  10.  Intraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  +  8  hours). 
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Figure  11.  Extraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  +  zero  hours). 
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Figure  12.  Extraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  +  U  hours). 
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Figure  13.  Extraoral  film  densities  at  several  processing  speeds 
using  various  processors  (warmup  +  8  hours). 
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TABLE  1 .  AUTOPROCESSOR  STUDY  -  UNITS  TESTED 


Manufacturer 

1 .  Allied  Photo  Products  Co 

2.  Air  Techniques 

3.  Air  Techniques 

4.  Dent-X 

5.  Dent-X 

6.  Dent-X 

7.  General  Dental 
3.  General  Dental 
9.  Kodak 


Model  Naae 

AP-200 

*  Peri  Pro  2 
AT-2000 
9000 

810  Basic 
410 

*  Dynaweb  3 

*  Dynaweb  10 
M35A 


*  Manufacturers  would  not  permit  the  use  of  Kodak  chemistry  in  these 
models.  Since  these  autoprocessors  could  not,  therefore,  meet  the 
protocol  of  this  study,  results  of  evaluators'  findings  are  not 
Included  here. 
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TABLE  2.  AUTOPROCESSOR  WORK  SHEET 


Processor: 

Manufacturer : 

1.  Subjective  Impressions 

a.  Maintenance  feasibility 

b.  Overall  quality  and  durability  of  materials 

c.  Ease  and  access  to  internal  eomponents 

d.  Ease  of  maintenance 

e.  Ease  of  solution  change 

f.  Ease  of  installation 

g.  Completeness  of  instructions 

h.  Clarity  of  instructions 

i.  Trouble-shooting  instructions 

j.  Other  commenta  or  observations 


Poor 

1  2  3 
1  2  3 
1  2  3 
1  2  3 
1  2  3 
1  2  3 
1  2  3 
1  2  3 
1  2  3 


2.  Physical  Characteristics 

a.  Cost 

b.  Dimensions  (with  and  without  daylight  loader) 

e.  film  sizes  accepted  -  list 

d.  Standard  accessories  -  list 

e.  Optional  accessories  -  list 

f.  Daylight  loader/yes/no 

g.  Mater  flow  rate  -  measure 

h.  Heplenlshment  rate  -  measure 

I.  Processing  cycle  time  -  measure 

J.  In  processing  cycle  time  variable?  yes/no 

k .  Warm-up  time  required  -  measure 

l.  Drain  hose  for  flxer/yes/no 

m.  Mixing  valve  requlred/yes/no 

n.  Plumbing  requirement  -  list 
0.  Electrical  requirement  -  list 

p.  Grounding  type  -  3  plug/2  plug 

q.  Cord  length  -  measure 

r.  Tank  capacities  -  measure 

s.  Weight  -  measure 

t.  Warranty  -  list 

u.  Maintenance  required  -  list 

V.  Recommended  freqiaenoy  of  solution  chenges  -  list 
w.  Is  processing  temperature  variable?  yes /no 
X.  Secommended  processing  temperature  -  list 

y.  Drying  temperature  -  measure 

z.  Miscellaneous  data  -  list 


Excellent 

*•  5 
H  5 
w  5 
«  5 
U  5 
U  5 
«  5 
«  5 
U  5 
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TABLK  3.  SYNOPSIS  OP  OEUrkt  X-UY  FILM  PROCESSORS 
(Page  t  of  2  Pages) 


•I  Cost  Includes  replenlsher  systeM  if  available.  Cost  does  not  Include  daylight  loader  unless  so  stated. 

»2  Dry  welglit,  not  Including  daylight  loader. 

•3  The  manufacturer  does  not  allow  use  of  stockllsted  Kodak  RP  X-Omat  cliemlcals.  Must  purchase  manufacturer's  chemicals 


1  TABLE  4  SUBJECTIVE  IMPRESSIONS  RAW  DATA  I 

Procastor 

Obsarvar 

Faaturos 

akc  4  a  f  gki 

AUia4  Phst* 
AP2M 

Raur  *1 
Saur  *2 
Raur  '3 

4444  43333 

4  5  3  4  3  3  3  3  3 

3  3  3  5  3  3  5  4  3 

Air  Tack 

AT  200« 

Raur 't 
Raur  '2 
Raur  *3 

3434  43334 

4344  53343 

4343  34443 

Daat-Z  4ta 

Raur  *1 
Raur  *2 
Raur -3 

4344  34231 

4244  33444 

3435  53533 

Daat-Z  SIO 

Raur  *1 
Raur  *2 
Raur  *3 

*  Dauaotaaailabla 

4433  33443 

4333  43334 

Oaat-Z  MM 

Raur  *1 
Raur  *2 
Raur  *i 

ZaMA  1I33A 

Raur  *1 
Raur  *2 
Raur  *3 

4444  33  444 

4434  43  354 

3333  43  344 

ZETTOFEATintB: 

t  -  Mainusaae*  faatibUicy  f  *  Essa  of  iaftsUsiioa 

b  -  OrartU  qualicr  aad  durobilitr  of  maurUlt  I  -  Complauaaat  of  iattruetioas 

e  -  Easa  ofoceissto  iflurnoi  coapoaattu  li  -  Clarity  of  iaatructiaaa 

d  -  Eaaa  of  fltaiauaaaea  i  •  Troubla>aaoatia(  iaatnicUoat 

a  •  Eaaa  of  soluuoa  cbaata 

CET  TO  irmiZtlCAL  TALaCS 

POM  *  ■  ■  -  >  EXaiLEKT  • 

12  3  4  3  1 

EZTTOOBSZlTm 

OBSESVn  *1  •  Ma4ieaiaquip«aatrapatrtackaiciaa(aixTaanaspariaaea) 

OBSERVES  *2  •  Daaui  ucbaieiaa  (aoaaayoocsazpartaaea). 

OBSERVES  *3  •  Baaialuchaieiaa  (atstaaayaartasiMrioaca). 

1  TABLE  3  SUBJECTIVE  IMPRESSIONS  -  AVERAGES  OF  ALL  OBSERVERS 

PBOCZSSOR 

FBATUUS 

abcdatgki 

AVESA6E  BT 
OBSnVEI 

AUia4  Pkaw 
AP  200 

4.33  4.0«  4.33  4.M  3.M  4.33  3-M  4.33 

4.29 

Air  Tack 
AT20M 

3.M  4.M  3.0*  4.33  4.6*  4.M  3.33  3-**  4.** 

3.99 

Oaat-Z  410 

4.33  3.00  4.33  4.33  4.33  4.**  3.6*  4.M  3.33 

3.99 

Baa(-Z  110 
Basic 

4.00  4.00  3.6*  3.33  4.M  3.6*  3.33  4.M  4.M 

3.77 

Oaat-Z  MM 

4.00  4.00  3.6*  3.33  4.M  3.**  3.33  4.M  4.M 

3.77 

taOak  M33A 

4.33  4.33,  4.66  4.6*  3  **  3.M  3.M  4.33  4.M 

4.10 

AVEBA6E 

BTFZATm 

4.11  4.M  4.11  4.03  4.22  3.77  3.61  3.94  4.03 

EZT  TOFEATOSES: 

a  -  Maiataaaaea  faaaibtlicy  f  •  East  of  iaaiaUalioa 

b  -  Orarail  quality  tad  durability  of  aaurials  1  •  Coaplaiaaaas  of  iastroctieas 

c  ■  Eaoaofaecaasto'iataraaleoapaaaais  h  -  Clarity  of  iastnietiaas 

d  -  Eaaa  of  aaiataaaaca  i  -  Traubla*«hoatiac  iaatroctieas 

t  -  Eom  of  wluiioa  cbaafo 

EZT  TO  XmOBICAL  VALUES 

POOR  W - ►  EZCELLEJfr 

1  2  3  4  3 

TABLB  6 


BASE  PLUS  FOG  DATA 


Processor  Cycle 


Manually 

Developed 


Allied  Photo 
AP  200 


Air  Tech 
AT  2000 


Deat-Z  410 


Dent-Z  810 
Basie 


Deat-Z  9000 


ladah  M33A 


Base  Plus  Fog 

Teet  ■hjact 

Saaeltaaiatar 

(latraeral  FlUa) 

(Paaerajaic  fUa) 

.13 

.23 

■4  miM  cycle 
2  ai*  cycle 


7  mia  cycle  , 

4.3  aia  cycle 

2.3  aim  cycle 


met  •dustafcle 


4  aia  cycle 
4.3  aia  cycle 
1  aia  cycle 


aet  sdestakle 


Excessive  bsse  ties  fet  level 


TABLB  7 


SUBJECTIVE  IMPRESSIONS  DATA 
RANGES  BY  READER  AND  ATTRIBUTE 


KETTOZ  AZIS: 


s  •  Msiawaaaee  fessibilicr 
b  -  Overall  qualitr  sad  durability  of  asteriais 
c  •  Ease  of  acesa  ta  iatemal  coapeaeats 
d  •  Ease  of  aaiateaaace 
e  -  Ease  of  solutioa  chaafe 


f  -  Ease  of  iastallatioa 
I  .  Caapletsaasi  of  iastnicUeas 
h  •  Clarity  of  iastruetieas 
i  -  Treubla-theetiac  iastruetieas 


ZEY  TO  NUMERICAL  VALUES 

POO*  -e - a-  nausKT 

12  3  4  3 

KEY  TO  OBSERVERS 

OBSERVER  'I  -  Mediealtquipaeatrepair  tachaieiaa  (siSToarsasperieaca) 
OBSERVER  *2  -  Daaial  (schaiciaa  (savea  years  axperieace). 

OBSERVER  '3  -  Daatal  achaicisa  (tixteea  years  espericace). 
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TABLE  8  SUBJECTIVE  IMPRESSIONS  DATA  -  COEFFICIENTS  OF  CORRELATION 


interobservef  Concordano 

-  ^  .  i  Ok*arT«r  Okaarrar  Okaarrar  Okaaraar  Okaaraar  Oki 

Ektad  Fakturai  |  *|  •]  •!  y^  *2  yg 


Feature  a:  llaiateaaace  feasibility 

Feature  b:  Overall  quality  aaq  durability 
of  aaterials 

Feature  c  Ease  of  access  to  iateraal 
coapoaeau 

Feature  d:  Ease  of  aaiateaance 
Feature  e:  Ease  of  solutioa  ebaaqe 
Feature  f:  Ease  of  iastallatioa 
Feature  t:  Coapleteaess  of  iastructioas 
Feature  b:  Clarity  of  iastructioas 
Feature  i:  Trouble-shootiag  iastructioas 


Key  CO  nuaerte  values:  full  Caneoramei  l.QO  O'  0  »  -I.OO  Full  NoA-Ceiearetnct 

Key  to  observers:  — — — — — — — — — — — — - 

OBSESVEB  *1  -  Madieal  teuipaeat  repair  uebniciao  (sixykafSkapkrieaca) 

QBSnVtB  *2  -  Oeaul  tachoiciaa  (levea  years  ezperiaace). 

OBSOtVES  *3  -  Deoiat  uehoiciaa  (eisuen  years  esperieaee). 

Note:  'Tiiu abeve  raaJc  cerrelttioa  coefficieau  (Spearaaa  r, )  &T 

vertdeieraiaeduaaf  ebefallaviaf  feraula. . . . .  r,  •  1  •  — 

Where:  D.|R(  X/)-B(Y^)l  T-'ibeiu*er  «  >000001001  •  '' 

M  •  *  of  aaebiaes evaluated  (Oeiy  i  oackieee  ire (tcterae  here  tueuei  eae ekeemr'e  eaia wee  eaaniitkie ea  eae proi 
R(  I, )  >8001  value  (R)  by  aa  observer  (Z).  of  each  sutcbiaa  vitbia  a  foaettoa  ( / ). 


TABLE  9  SUBJECTIVE  IMPRESSIONS  DATA  -  BEST  MACHINE  BY  READER  AND  ATTRIBUTE 


Okeorver  Obearvor 
•1  VS  •* 

Okeereer  Okaarear 

•I  VS  •» 

Obearvor  Obsarvar 

•2  VS  *5 

75 

.75 

.63 

78 

.60 

08 

83 

60 

.73 

75 

75 

1.00 

.38 

.38 

1.00 

.23 

18 

70 

.55 

.20 

70 

.75 

-.28 

-.28 

23 

.35 

38 

Tliis  chart  preaeats  the  iafersMtiea  gathered  by  the  iadapaadaat  ebservers  as  they  swbiectively  evaluated  sis 
daaial  s-ray  autoprocessors.  The  observers  rat^  each  feature  of  each  maebiae.  Their  nadiassarare  tbaa  roabed. 

Macbiaes  art  nuiabertd  1-i  (see  key  belovl.  Read  this  chart  by  seleetiaf  a  feature  aad  readiaf  screes  to  a  selected 
observer  Essaple;  To  fiad  bov  obeerrer  *2  raaked  the  sutoprecessers  with  respect  to  *Easa  of  solutioa  chaa(e*. 
find  that  feature  ia  the  left-head  coluaa.  Theo  read  across  to  'Observer  *2*.  The  auabers  feuad  ia  that  spot  cor¬ 
respond  to  maebiae  raakiags.  is.  macbiaes  1.2.3.  sad  1  vere  tied  for  best.  Macbiaes  3  aad  6  tied  for  secoad  beat. 


Rated  Features 

Observer  *1 

Observer  *2 

Observer  *3 

a.  Maiateaaaee  feasibility 

(1.33.b);2 

(aUUo) 

(1.3.6);  (2.4.3) 

b  Overall  quality  aad  durability  of  matariais 

(U.3.6):3 

(13):(46);2:3 

(U.6);  3:  (43) 

c.  East  of  aceaai  to  intaraai  compoasats 

(1.3.3 .6  ):2 

(U);(2.3.3):4 

(1.3.6):  2;  (43) 

d  Ease  of  maiataaaaea 

(aUUo) 

(li3.6);  (4.5) 

(U.3A);(4.3) 

e.  Esse  of  solutioa  ehaage 

(1.2.3);  (3.6) 

(1.2.3.4);  (3.6) 

(1.2.3);  (43.6) 

f  Ease  of  iastallatioa 

(3.3):  (1.2.4) 

(1.2.3.4);5:6 

3;  2:  (1.43.6) 

1 .  Cempleuaess  of  iastructioas 

6;  (1.2.3):  5 

(1.6):  (3.4.3): 2 

(1.3 .6):  2:  (43) 

h  Clarity  of  iastructioas 

(5.6):  (1.2.3) 

(13.6):  (2.3.4) 

3;  (12.6):  (43) 

i  TroubJa-shootiag  iastructioas 

(2.3.6).  1;  3 

(1.2);  (3.6);  3:4 

(12.3):  (4.3.6) 

NOTE:  Ptrt&tbvtis  iAdicaiisftruJciac*ti«. 

1  '  Allied  Photo  Products  AP  200 

2  -  Air  Teehaiques  AT  2000 

3  -  Deal-I  410 


KEY  TO  MACHINE  NUMBERS 

d  -  Deat-ZSlO 
3  -  Oeat-Z  9000 
i  -  Kodak  M33A 


KEY  TO  OBSERVERS 

Observer  '1  -  Medical  equipmeot  repair  techaicisa  (six  years  ezperieoce) 
Observer  *2  -  Deoulucbaiciaa  (sevea  years  esperieaee). 

Observer  *3  -  Deoul  Mchoiciao  (sixteea  years  esperieaee) 
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